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Introduction
Flexible endoscopes are categorized as semi-critical items [1–
3]. These medical devices, which contact mucous membranes
and/or non-intact skin, should be free from all microorganisms
(except a small number of bacterial spores, considered as per-
missible), and therefore minimally require high-level disinfec-
tion (HLD) [1].
Evidence-based endoscope reprocessing guidelines and re-
commendations have been developed and published by numer-
ous professional and public health organizations [1, 4–8], pro-
viding extensive information about endoscope cleaning and
disinfection. However, despite apparent compliance with these
guidelines, endoscopes still carrying bioburden after HLD have
been found to contribute to pathogen transmission to patients
during endoscopic procedures [9]. Some cases of outbreaks,
notably involving extended-spectrum beta-lactamase-produ-
cing Pseudomonas aeruginosa [10] and carbapenem-resistant
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Background and study aims Flexible endoscopes are po-
tential vectors of pathogen transmission to patients that
are subjected to cleaning and high-level disinfection after
each procedure. Efficient manual cleaning is a prerequisite
for effective high-level disinfection. The goal of this study
was to demonstrate the impact of the cleaning chemistry
in the outcome of the manual cleaning of endoscopes.
Materials and methods Twelve endoscopes were includ-
ed in this study: four colonoscopes, four gastroscopes, two
duodenoscopes and two bronchoscopes. This study was de-
signed with two phases; in each of them, the manual clean-
ing procedure remained identical, but a different detergent
was used: a non-enzymatic detergent-disinfectant (NEDD)
and an enzymatic detergent (ED). Biopsy and suction chan-
nels of endoscopes were sampled using 10mL of physiol-
ogical saline at two points: before and after manual clean-
ing, and adenosine triphosphate (ATP) was measured on
each sample. In total, 208 procedures were analyzed for
the NEDD phase and 253 for the ED phase.
Results For each endoscope type, cleaning endoscopes
with ED resulted in larger median decrease in ATP than
with NEDD: respectively 99.43% and 95.95% for broncho-
scopes (P=0.0007), 99.28% and 96.93% for colonoscopes
(P <0.0001) and 98.36% and 95.36% for gastroscopes (P <
0.0001). In addition, acceptability rates of endoscopes
based on defined post-manual cleaning ATP thresholds
(200, 150, 100 or 50 relative light units) for all endoscope
types were significantly higher with ED compared to NEDD.
Conclusions With all other parameters of manual cleaning
remaining unchanged, the enzymatic chemistry of ED
provided more consistent and improved cleaning of endo-
scopes compared to NEDD. Therefore, choice of the deter-
gent for endoscope cleaning has an impact on the outcome
of this process.
* These authors contributed equally.
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Enterobacteriaceae [11–12] as main pathogens were also re-
ported to be linked to contaminated endoscopes.
Microbial biofilm is one important factor that allows bacteri-
al persistence in endoscopes despite HLD. In a recent research
conducted by Neves and a team of gastroenterologists in 2016,
the authors compared the efficacy of current disinfection
methods after manual cleaning on a surrogate endoscope mod-
el contaminated with biofilm. They highlighted that, although
culturable germs could not be found, very low levels of biofilm
persisted in the endoscope model, allowing the persistence of
dormant, non-culturable germs. Based on these findings, they
suggest that eradicating biofilms from endoscopes is a priority
[13]. Of note, this study was focused on disinfection methods
and the role of manual cleaning of endoscopes prior to disinfec-
tion was not investigated, despite the fact that the results show
that the larger reduction of bioburden in endoscopes happened
after manual cleaning. Similar conclusions were drawn in other
studies [14–16].
There is increased recognition that current reprocessing
procedures may not be sufficient to ensure germ-free endo-
scopes [17–19]. Optimization of manual cleaning of endo-
scopes, an important step in the reprocessing cycle that pre-
cedes and is complementary to HLD, may help to improve the
outcome of this process and of the whole reprocessing proce-
dure. Factors that can be assessed include, among others, the
human factor and possible automation [20] and methods and
devices for brushing and flushing of endoscope channels [21].
Recent validation of rapid techniques such as adenosine tripho-
sphate (ATP) quantification to audit manual cleaning by Alfa
and colleagues in 2013 [14, 22] opens perspectives for optimi-
zation of endoscope manual cleaning procedures. We used the
ATP quantification method to determine whether manual
cleaning can be improved based on choice of cleaning chemis-
try. Two cleaning chemistries were compared in this two-phase
study: one enzymatic detergent and one non-enzymatic deter-
gent with biocidal properties. For each phase, a subset of 12 en-
doscopes was repeatedly sampled before and after manual
cleaning (i. e. before proceeding to HLD) in distinct procedures.
In total for both phases, over 460 procedures were analyzed.
Materials and methods
Endoscopes included in this study
The University Hospital of Liège has 50 endoscopes in service.
Twelve endoscopes were selected for this study: four gastro-
scopes, four colonoscopes, two bronchoscopes and two duode-
noscopes. All selected endoscopes were manufactured by
Olympus, their reference number and date of entry in service
at the hospital are summarized in supplementary information
▶Table S1.
Reprocessing procedure for flexible endoscopes and
staff
The endoscope reprocessing procedure in place at University
Hospital Liège is in accordance with guidelines from the Euro-
pean Society of Gastrointestinal Endoscopy (ESGE) and Europe-
an Society of Gastroenterology Nurses and Associates
(ESGENA) [5]. After an endoscopic procedure on a patient,
endoscopes channels are flushed at bedside with sterile water
and the external sheath is mopped with a dry wipe. Briefly the
endoscopes are transported to the room dedicated to cleaning
and disinfection, where they are cleaned manually (immersion
in detergent bath with tap water, flushing all channels with de-
tergent solution, brushing with adapted disposable single-
ended brushes [De Beukelaer, Belgium]) then they are inserted
in an AER (Soluscope Series 4, Soluscope, France) for a cycle
comprising the following steps: pre-rinse, cleaning with Solu-
scope CLN (an alkaline cleaner), rinse, disinfection with Solu-
scope PAA, a peracetic based chemistry and a final rinse with
tap water filtered on a 0.22-um cartridge. Endoscopes are
then stored in a horizontal storage DSC8000 drying cabinet
(Soluscope, France) for maximum 72 hours before use. All en-
doscopes, whether they were included in this study or not,
were reprocessed following the same procedure. The reproces-
sing staff is composed of four fully-trained people. One extra
staff member was added during the course of this study. During
the course of this study, one person quit and was replaced by
another person.
Detergents used in this study
In this work, there were two phases, one for each detergent.
Detergents used are commercially available and intended for
the manual cleaning of endoscopes. The first detergent is a
non-enzymatic detergent-disinfectant (NEDD), a pH-neutral
cleaner with claimed bactericidal, mycobactericidal, yeast cidal
and virucidal activities. NEDD is a Class IIb medical device ac-
cording to EC 93/42 European directive and 2017/745 Europe-
an Medical Device Regulation. The main components of NEDD
are N,N-didécyl-N,N-dimethylammonium carbonate and poly-
hexamethylene biguanide for antimicrobial active ingredients,
polyalkoxylated fatty alcohol and Lauryldimethamine oxide for
detergent active ingredient, and other ingredients like fra-
grance, coloring agent, sequestering and dispersing agent.
The second detergent is an enzymatic detergent herein re-
ferred to as ED, a pH-neutral, multi-enzymatic detergent in-
cluding protease, alpha-amylase, cellulase and lipase as en-
zymes, polyethoxylated alcohols and sulfonic acids as deter-
gent active ingredient and phosphonates as sequestering
agent. ED is a Class I medical device according to EC 93/42 Eu-
ropean directive and 2017/745 Medical Device Regulation. The
first detergent (NEDD) was used during the first 67 working
days without interruption then ED was used subsequently for
68 working days. The endoscope reprocessing procedure re-
mained identical for both study phases, except for cleaning
chemistry used. Contact time was 5 minutes for both deter-
gents as per manufacturer instructions for use. Water tempera-
ture was 35 °C.
Endoscope sampling and ATP measurement of
endoscope soil level
Endoscopes included in this study were sampled randomly,
whenever staff had sufficient time to do so, at two different
time points in the reprocessing cycle to assess their level of soil-
ing. The first sample was collected before proceeding to man-
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ual cleaning and the second sample was collected just after
manual cleaning. Endoscopes were not rinsed with clear water
after manual cleaning but the detergent solution was drained
from the channels by hanging the endoscopes on a suspension
device and samples were only collected when no more liquid
was dripping from the endoscope channels. The sampling pro-
cedure was performed as follows: 5mL of sterile saline solution
(Baxter, Belgium) was injected in the biopsy channel from the
suction valve port and collected from the distal end of the
endoscope in a sterile 50-mL conical tube, subsequently, an-
other volume of 5mL of sterile saline solution was injected in
the suction channel and collected from the umbilical end of
the endoscope in the same tube. The endoscope was then
placed in an automated endoscope reprocessor to follow the
reprocessing cycle.
ATP measurements were performed on samples with EnSure
Luminometer and AquaSnap Total ATP tests (Hygiena, Watford,
UK) according to manufacturer instructions immediately after
the sampling procedure. Relative light units (RLU) measured
with the Hygiena Ensure device range from 0 to 9,999. Samples
were kept no longer than 10 minutes at room temperature be-
fore analysis. A total of 461 procedures were analyzed with ATP
monitoring before and after manual cleaning: 208 for the NEDD
phase and 253 for the ED phase.
Data and statistical analyzes
ATP values measured on endoscope samples were recorded as
RLU. Operator name, time and date of measurement and the
total number of reprocessing cycles undergone by each endo-
scope were recorded. Measured initial and final ATP values col-
lected in RLU were transformed in log10 to make the distribu-
tion of data more symmetrical. Percentage of decrease be-
tween initial and final ATP values was calculated using the fol-
lowing formula =% decrease ATP (RLU) = (initial ATP (RLU)– final
ATP (RLU)) / initial ATP (RLU) * 100%.
JMP (SAS Institute Inc., Marlow, Buckinghamshire, UK) was
used to perform all statistical analyses and box and whisker
plots. For the statistical analyses, ATP values of individual endo-
scopes were pooled by endoscope type: bronchoscopes, duo-
denoscopes, gastroscopes and colonoscopes. Initial and final
ATP levels for each phase (detergent) and each endoscope
type are represented in box and whisker plots. Descriptive sta-
tistics (minimum, maximum, first and third quartile, median
and mean) and Kruskal Wallis test for equivalence of distribu-
tions were calculated for the percentage of decrease between
initial and final ATP levels for both detergents and each endo-
scope type. Finally, likelihood ratio test for independence were
performed to assess whether the detergent has an influence on
the final level of ATP (i. e. residual soiling after manual clean-
ing). This analysis was made for four different RLU thresholds:
50, 100, 150, 200 RLUs.
Results
This study had two phases, one for each detergent tested. ATP
quantification was performed on samples taken from endo-
scopes before and after manual cleaning in both phases of the
study (i. e. initial and final ATP levels). Endoscopes were not
rinsed post-manual cleaning, but controls with detergent solu-
tion showed no contribution to ATP quantification nor did they
quench ATP signal (data not shown). ▶Table1 summarizes the
total number of reprocessing procedures performed and the
number of procedures analyzed with ATP measurement for
each endoscope type in each of the phases of this study. The
absolute number of procedures analyzed for bronchoscopes
and duodenoscopes was much lower than for colonoscopes
and gastroscopes due to reduced clinical usage of these endo-
scopes. The proportion of procedures analyzed compared to
the total number of reprocessing procedures recorded in the
department varied from 7.3% for bronchoscopes in the NEDD
phase to 29% for bronchoscopes in the ED phase.
For each endoscope type, distributions for initial and final
log10(RLU) during both phases of the study are presented in
▶Fig. 1. The endoscopes in the NEDD phase seem to have initial
ATP values that are higher than in the ED phase. Also, the final
ATP values for the endoscopes cleaned with ED seem to be low-
er than those cleaned with NEDD.
Distribution of initial ATP levels found on endoscopes before
manual cleaning displayed in ▶Fig. 1 shows a large variability.
Differences range from 1.5 logs for duodenoscopes in the
NEDD phase to 4 logs for colonoscopies in the ED phase. The
percentage of decrease of ATP (RLU) between initial and final
▶ Table 1 Number of reprocessing cycles analyzed with ATP quantification and total number of cycles performed on the endoscopes included in this
study.
Endoscope type Number of reprocessing procedures analyzed Total number of reprocessing procedures performed
NEDD phase ED phase NEDD phase ED phase
Bronchoscope 17 25 234 87
Colonoscope 90 92 868 575
Duodenoscope 8 9 107 90
Gastroscope 93 127 1054 956
All types 208 253 2263 1708
Data are pooled by endoscope type and presented for each phase: NEDD and ED.
ATP, adenosine triphosphate; ED, enzymatic detergent; NEDD, non-enzymatic detergent-disinfectant
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ATP levels in endoscope samples was calculated as a means to
take that variability into account and assess the performance
of manual cleaning procedures in both phases of the study.
Mean and median values for each endoscope types are dis-
played in ▶Table2. Data distributions were not symmetrical as
indicated by the discrepancies between the mean and median
values observed. Kruskal-Wallis test P values indicate that dis-
tributions of ATP decrease values are significantly different for
ED and NEDD phases for the following endoscope types:
bronchoscopes, colonoscopes and gastroscopes (P <0.05) but
not for duodenoscopes (P>0.05). In all cases where P values
were below 0.05, median ATP decrease percentages are signifi-
cantly higher for ED compared to NEDD, respectively 99.43%
and 95.95% for bronchoscopes, 99.28% and 96.93% for colo-
noscopies and 98.36% and 95.36% for gastroscopes. Although
they cannot be directly compared with a statistical test, mean
ATP decreases were also higher with ED than with NEDD.
To determine whether the detergent influenced the ability
of the manual cleaning procedure to bring the endoscope re-
peatedly below a certain level of residual soiling measured
with ATP, different RLU thresholds were used: 50, 100, 150,
and 200 RLUs. The cleanliness of an endoscope was therefore
considered “acceptable” if the ATP value after cleaning was
less than the value of the threshold and “unacceptable” if it
was greater than or equal to the threshold. Final ATP levels ob-
tained during each phase of the study for each endoscope type
were compared based on the percentage of endoscopes with
acceptable cleanliness after manual cleaning. The procedures
for which initial ATP values were lower than the corresponding
threshold were excluded from this analysis (i. e. endoscopes
were not dirty enough to be considered a cleaning challenge).
Bronchoscope
EDa bNEDD ED NEDD ED NEDD ED NEDD










































▶ Fig. 1 Box plots showing log10 transformation of (a) log10(initial ATP value (RLU)) and (b) log10(final ATP value (RLU)) for each detergent
(NEDD and ED) and endoscope type. The central line in the box is the median, box upper and lower limits are P75 and P25 respectively and
whiskers represent minimal and maximal log10(RLU) values. Dots represent outliers, i. e. log10(RLU) values located outside a 1.5 interquartile
interval from the median.
▶ Table 2 Descriptive statistics for the ATP decrease between final and initial level of soiling of endoscopes (in %): mean, median of ATP decrease values
and P values for Kruskal-Wallis test for each endoscope type are given.
Mean Median P value of Kruskal-Wallis test
Bronchoscope ED 97.68 99.43 0.0007*
NEDD 88.59 95.95
Colonoscope ED 94.73 99.28 < 0.0001*
NEDD 91.63 96.93
Duodenoscope ED 96.68 97.70 0.2685
NEDD 86.33 96.57
Gastroscope ED 95.15 98.36 < 0.0001*
NEDD 90.53 95.36
Null hypothesis for this test is that ATP decrease distribution is identical for both detergent phase, p-value <0.05, as indicated by the asterisk, implies that the null
hypothesis is rejected.
ATP, adenosine triphosphate; ED, enzymatic detergent; NEDD, non-enzymatic detergent-disinfectant
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The number of procedures analyzed for each threshold and
each endoscope type are summarized in ▶Table S2.
The results of the threshold analysis are presented in
▶Fig. 2. The detergent used and endoscope cleanliness after
manual cleaning were significantly associated for broncho-
scopes and gastroscope for all thresholds, colonoscopes for all
thresholds except 200 RLU, and duodenoscopes for thresholds
100 and 150 RLU. In all cases where a significant association
was found, acceptability rate was higher for ED than for NEDD.
Acceptability rates varied according to the threshold, with low-
er thresholds generally providing lower acceptability rates. For
ED, the acceptability rate was 100% for bronchoscopes and co-
lonoscopes (all thresholds) and ranged from 66.7% (50 RLU) to
87.5% (100 RLU) for duodenoscopes and from 81.2% (50 RLU)
to 95.7% (200 RLU) for gastroscopes. For NEDD, acceptability
rate ranged from 41.2% (50 RLU) to 82.4% (150 and 200 RLU)
for bronchoscopes, from 80% (50 RLU) to 94.9% (200 RLU) for
colonoscopes, from 25% (50 RLU) to 62.5% (200 RLU) for duo-
denoscopes and from 31.4% (50 RLU) to 66.3% (200 RLU) for
gastroscopes.
Discussion
This research was focused on manual cleaning of endoscopes,
an important step of the reprocessing cycle that precedes
high-level disinfection, during which soil and biofilms should
be physically removed. Previous studies show that, despite the
fact that reprocessing was performed in compliance with the
procedure provided by the manufacturer, residual soil, biofilm
or living microorganisms could persist within endoscopes [13,
23–24]. It was previously suggested that thorough and meti-
culous cleaning is essential to ensure effective HLD [25–26].
In this study, we investigated the role of the detergent in the
outcome of routine endoscope manual cleaning in an endos-
copy department. ATP quantification was used to determine
the initial level of soiling of the biopsy and suction channels of
endoscopes before manual cleaning and the level of cleanliness
of the same channels reached after manual cleaning. This tech-
nique was chosen for several reasons. First, it was previously va-
lidated for this purpose by Alfa and colleagues [22]; second, its
rapidity meant that it caused minimal interference with the
routine processes [27]; and finally, its simplicity allowed us to
train the cleaning staff to perform the measurement and record
the data. In total, 461 procedures were analyzed, 208 in the
phase where NEDD was used as cleaner and 253 in the phase
where ED phase was. The detergent used for manual cleaning
was the only parameter that was intentionally changed be-
tween the two phases of the study. We included 12 endoscopes
in this study – four gastroscopes, four colonoscopes, two duo-
denoscopes and two bronchoscopes – in order to represent
various types of devices that are used for distinct medical pro-
cedures and that have different features in terms of channel
size and internal structure.
In our results, we first found that the initial level of soiling of
endoscopes was highly variable and that was the case for all en-
doscopes types. Differences in initial ATP present in endo-
scopes up to 4 logs in ATP (RLU) (which corresponds to the su-
perior limit of quantification of the Hygiena device used in this
study) were found for colonoscopes, possibly due to various
levels of patient readiness for the medical examination. To
compensate for the variability observed in the initial ATP val-
ues, we decided to calculate an ATP decrease percentage for
each of the procedures analyzed as an indicator of the perform-
ance of manual cleaning. Such an indicator takes into account
both the levels of ATP before and after manual cleaning. The re-
sults showed that the distribution of ATP decrease for the ED
phase was significantly different for gastroscopes, broncho-
scopes, and colonoscopes than for the NEDD phase, as con-
firmed by the P values of the Kruskal Wallis test. Manual clean-
ing with ED proved more consistent (less dispersion in data as
indicated by the closeness between mean and median ATP de-
crease values) and median ATP decrease significantly higher
with ED for bronchoscopes, colonoscopes and gastroscopes
were observed. No conclusions could be drawn for duodeno-
scopes, probably due to the low number of procedures that
were analyzed.
In previous studies regarding validation of the ATP technolo-
gy, the concept of ATP thresholds to be reached for adequate
manual cleaning was proposed and 200 RLU was deemed rele-
vant [22]. However, ATP thresholds are strongly dependent on
the sampling method and the ATP quantification device used in
particular. In this study, the sampling method did not corre-
spond to the method described by Alfa and colleagues in their
validation study, nor did the ATP device used: they employed a
3M device whereas the ATP measurements in this study were
made with a Hygiena device. Although direct correlation with
other studies was not possible, four thresholds were chosen to
perform acceptability analyzes – 50, 100, 150 and 200 RLU –
and discriminate the manual cleaning processes with each of
the two detergents. Results revealed that manual cleaning
with ED resulted in significantly better acceptability rates than
cleaning with NEDD. That was the case for gastroscopes and
bronchoscopes for all thresholds, for colonoscopes with 50,
100 and 150 RLU, and for duodenoscopes with 100 and 150
RLU. In some cases, no statistical differences were observed:
for colonoscopes with a 200-RLU threshold and duodenoscopes
with a 50- and 200-RLU threshold. The lack of significance ob-
served for duodenoscopes could be attributed to the lack of
statistical power of the analysis due to the low number of ob-
servations. These differences in acceptability rates indicate
that performing manual cleaning with two different detergents
can impact the outcome of this process. This is corroborated by
the findings of another study that compared 10 detergents,
used in automated washer-disinfectors to clean surrogate en-
doscopes soiled with bacteria and blood based on an ISO
15883-5 protocol. They highlighted that cleaning chemistry
had an impact on the final cleanliness of the surrogate endo-
scope [28].
In this case, the enzymatic detergent was found to be super-
ior to the non-enzymatic detergent. In the literature, there is
still a controversy as to whether enzymatic or non-enzymatic
detergents provide the best cleaning results for endoscopes.
For example, results corroborating our findings were found in
three studies that compared the ability of detergents to re-
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move traditional biofilms and/or soils [25, 29, 30]. However, in
two other studies, enzymatic detergents were found to remove
less biofilm than non-enzymatic detergents [31–32]. Of note,
in both cases, the studies focused on biofilm models and soil
models were not used. In addition to the influence of mechan-


















































































































































▶ Fig. 2 Acceptablity rate of each type of endoscopes based on four post-manual cleaning ATP thresholds: (a) 50 RLU, (b) 100 RLU, (c) 150 RLU
and (d) 200 RLU, during each phase of this study: ED and NEDD. Acceptability rates are indicated inside each column, just below the cap.
P values for the likelihood ratio test, assessing whether acceptability rates are significantly different in the two phases of this study, are indi-
cated above the columns for each endoscope type for the four thresholds tested.
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thesized that the reported differences between enzymatic and
non-enzymatic cleaners mainly depend on the cleaner’s formu-
lation.
This study also revealed that some endoscopes presented a
stronger cleaning challenge than others. Colonoscopes had the
lowest post-manual cleaning ATP values of all endoscope types.
In addition, the difference in performance of manual cleaning
between the two phases of this study was also the lowest (i. e.
lowest mean difference in ATP decrease between ED and NEDD
and lowest difference in acceptability rate between ED and
NEDD of all endoscope types). Removal of feces may be easier
and less dependent on the type of detergent used. On the con-
trary, gastroscopes and bronchoscopes proved more discrimi-
natory for the detergents as acceptability rates were markedly
different, especially with a threshold of 50 RLU (e. g. 58.8% and
49.8% of difference in acceptability rate for bronchoscope and
gastroscopes, respectively). We hypothesize that the type of
soil found in these endoscopes presents a tougher challenge
for cleaning and reveals differences in cleaners’ performance.
Despite the fact that duodenoscopes have been pointed out as
difficult to adequately reprocess in the literature [33], the low
number of observations for duodenoscopes in this work does
not enable us to draw any conclusion for this type of endo-
scope.
The total number of procedures performed with the endo-
scopes included in this study was different in the two phases:
1708 with ED and 2263 with NEDD. During the ED phase, two
endoscopes (one colonoscope and one duodenoscope) were
sent to the manufacturer for repair due to mechanical issues.
These two were absent from the hospital for several weeks,
therefore explaining the difference in endoscope rotation be-
tween the two phases of this study.
Our work has several limitations. First, although all staff
working in the endoscope reprocessing unit were fully trained,
no checklist were used during this study to ensure compliance
with the reprocessing procedure. Potential deviations from the
standard procedures were therefore not recorded. However,
one could hypothesize that, if reprocessing lapses occurred
during this study, they occurred at the same rates in both pha-
ses. Second, the staff in the endoscope reprocessing depart-
ment were aware of the study objectives and were not blinded.
Also, ATP quantification was used as the sole method of asses-
sing endoscope cleanliness. Including more techniques, such as
test strips for protein residues or microbial culture, could have
provided additional insights. However, culture was not imple-
mented in this study because the amount of time required to
proceed to aseptic sampling was not compatible with routine
processes at play. Because the sampling procedure had to be
quick, only the biopsy and suction channels of endoscopes
were sampled in this study. Therefore, the results of this study
are not necessarily transposable to the cleanliness of other,
smaller endoscope channels that cannot be brushed, e. g. air-
water channel.
Conclusion
This study shows that the detergent used to perform manual
cleaning of endoscopes has a major impact on the level of
cleanliness of endoscopes prior to disinfection in AER. In this
case, the enzymatic detergent was found superior to the non-
enzymatic one, leaving significantly less measurable ATP in the
endoscopes at the end of the manual cleaning step. The conclu-
sions of our study are not necessarily generalizable for several
reasons. First, in further studies, other types of detergents
(e.g. non-enzymatic and non-biocidal) like slight alkaline deter-
gents should be investigated in comparison. Second, experi-
ments were only performed at a single hospital site. Multicen-
ter deployment of this protocol could be the object of a sepa-
rate study to validate our results in other healthcare facilities.
Third, only Olympus endoscopes were included in this study. A
future larger study could include endoscopes from other man-
ufacturers. Finally Including cystoscopes or ureteroscopes in a
future study would be of interest, especially because they enter
sterile cavities and are classified as critical devices.
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▶ Table S1 S Endoscopes included in this study.
Endoscope type Endoscope brand Internal endoscope code Serial number Entry in service
Gastroscope Olympus 106 2400451 May 2014
Gastroscope Olympus 204 2415525 May 2014
Gastroscope Olympus 211 2519086 May 2015
Gastroscope Olympus 203 2205733 April 2013
Colonoscope Olympus 210 2500478 May 2015
Colonoscope Olympus 212 2510896 May 2015
Colonoscope Olympus 207 2410586 May 2014
Colonoscope Olympus 209 2400215 May 2014
Bronchoscope Olympus 405 2801843 Oct 2010
Bronchoscope Olympus 406 2102250 May 2013
Duodenoscope Olympus 301 2405851 May 2015
Duodenoscope Olympus 107 2303650 Jan 2013
▶ Table S2 S Number of procedures included in the ATP threshold analysis for each endoscope type and each of the two phases of the study.
ATP thresholds (RLU)
 50 100 150 200
Bronchoscope ED 23 19 17 14
NEDD 17 17 17 17
Colonoscope ED 68 57 47 41
NEDD 90 87 84 78
Duodenoscope ED 9 8 7 7
NEDD 8 8 8 8
Gastroscope ED 122 113 106 102
NEDD 86 83 83 83
Procedures for which the initial ATP level was below the ATP threshold (50, 100, 150 or 200 RLU) were excluded and are not accounted for in this table (refer to
▶ Table1 for the total number of procedures analyzed).
ATP, adenosine triphosphate; ED, enzymatic detergent; NEDD, non-enzymatic detergent-disinfectant
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